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I) ABSTRACT 


A cross correlator technique using tr iboelectr ic technology has been 6hown 
to be a feasible method to measure liquid flow rate for liquid Nitrogen and 
JP4 jet fuel. This technology, invented and pioneered by Auburn 
International Incorporated, is also expected to be suitable for U6e with 
all other insulating liquids and cryogens. 

The technology described in this report is particularly well suited for 
cryogenic use, since the sensor i6 non contacting and non intrusive, and 
therefore causes no additional pressure drop within the flow stream. 

Further mechanical development of the in-line sensor i6 required to produce 
a prototypical version for test purposes under SSME fuel flow conditions. 
However, with the knowledge gained from this feasibility study, it is very 
likely that an acceptable sensor design for a full test bed evaluation 
could be produced. 
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II) SUMMARY 


Contract NAS3-24873 was performed to investigate the feasibility of using a 
cross correlator technique, based upon triboelectr ic technology, to 
determine the flow rate of liquid nitrogen. 

The project was divided into two major tasks. First, to modify the Auburn 
International cross correlator for suitability in this application; 
secondly, to investigate the suitability of four different sensor designs. 
Both tasks were performed and completed within the scope of the contract. 
After encountering several operational difficulties, successful cross 
correlations were performed to determine liquid nitrogen velocity at an on- 
site nitrogen test site, using a non- int r u s i ve , in-line sensor 
conf iguration. 

As an addendum to the project and in an attempt to compare cross 
correlation technique with an independent flow measuring system, further 
successful tests took place using JP4 jet fuel. The flow rate determined by 
the cross correlator compared favorably with the flow rate determined by a 
ball meter. 
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Ill) IHTRODOCTIOH 


The flow velocity of a liquid can be derived directly from the transit time 
of natural turbulence signals between two transducers spaced along the 
direction of flow. Cross correlation is a technique that lends itself to 
determining this transit time for fluctuating turbulence signals derived 
from multiple sources. 

When an insulating liquid flows within pipework, it i6 now well known that 
it is possible for the liquid to accumulate charge due to a multitude of 
charge transfer mechanisms (the tr iboelectr ic effect [Ref. 1] and charge 
absorption at the pipe wall interface being ju6t two). This phenomenon of 
the charge being carried within the stream i6 referred to as a "streaming 
current". 

What is far less recognized is that superimposed upon this uniformly 
charged fluid are charge distributions which result from turbulence and 
non-homogeneity of the flow regime. These random charge distributions are 
the source of natural turbulence signals which can be harnessed in a 
microprocessor based cross correlation technique to determine the liquid 
velocity. Subsequently, the ma66 flow of the liquid may be derived with 
knowledge of the flow area and liquid density. 

This discovery and concept was conceived by Auburn scientists in 1983. 
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IV) explanation of cross correlation 


1 . The Technique: 

Cross correlation i6 a technique which i6 used to determine the time lag 
between two similar, but time displaced signals (Ref. 2). In this 
investigation, "flow" signals are generated by the random fluctuations of 
the charge distribution which are present within flowing liquid nitrogen. 


A certain charge distribution induces a certain flow signal at an upstream 
sensor. The same charge distribution will induce a similar flow signal at 
a downstream 6ensor, but since this charge distribution haB taken a finite 
time to travel between the two sensors, there will, therefore, be a time 
displacement. The charge distribution is constantly changing, but the 
sensor spacing is chosen so that in the transit time, the pattern is 
still recognizable by cross correlation. 

The cross correlation function is defined by the convolution type integral. 

R(x,y) - x(t).y(t-T)dt 

o 

The peak of the cross correlation as a function of Toccurs at T ■ AT, 
corresponding to the transit time of the flow (AT). 
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It i.6 possible to make an extremely good estimate of R(x,y) for sampled 
data using a summation function. 


R*xyj « 1/Ni J (xi yi _j )• 

This digital computation lends itself particularly well to microprocessor 
based hardware. The Auburn Model 3000 cross correlator was designed to 
perform this summation function and hence determine flow velocity. 

The following calculations are typical to calculating Rxy j • 

Rxy x -= x iyi + x 2 y 2 + ... 

Rxy 2 * xjy 2 + x 2 y 3 + * n y n +i 

***3 ~ x iy3 + x 2y4 + . * « x n yn+2 

Rx Y4 “ 

Flow Velocity * j> Where S * Sensor plate spacing 

AT AT- Cross correlation peak. 

(transit time of flow). 
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sensors - Eince it is only possible to shift the data relative to each 
other by finite amounts of time to calculate the cross correlation function 
(equal to multiples of the A/D conversion time). 

Resolution = 1/n 

Where n ■ number of data points stored in timeAT, the transit time. 
B) Time of Response : 

The processing time of the correlator is limited by the time to perform the 
multiplications and accumulations. It is not necessary to use all the data 
points for multiplication purposes. If only certain data points are used, 
the multiplication time can be dramatically reduced, (the waveform shape 
can be well defined with fewer data points than are needed for the 
resolution criteria). 

A correlator should be designed to track on the correlator maximum - from 
data resulting from previous correlations (indicating the probable range of 
the expected time shift), and also should have the flexibility to use a 
different number of points in the multiplication process. This will 
considerably reduce the processing time. 


V) TEST APPARATUS FOR LIQUID 1ITROGEH 


Investigation before the project indicated that the charge activity within 
the flowing liquid nitrogen would increase substantially with Reynolds No. 
greater than 40,000 (Ref. 3). 

The initial project was to build a suitable loop for testing the different 
6ensor configurations. 

A 1/2 inch I.D. test loop wa6 designed with a layout as shown in Diagram A 
(Test Apparatus for Liquid Nitrogen). A turbine meter (supplied by NASA) 
was incorporated into the loop sb an independent measure of the liquid flow 

rate. 

An Auburn 1090 void fraction monitor was incorporated into the flow loop to 
measure the liquid/gas phase content within the pipe section. (Appendix C) 

The electrical connections from the sensor plates were connected to the 
front end amplifiers and then the output from these to an oscilloscope 
and/or cross correlator. 
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VI) CROSS CORRELATOR SYSTEM DESIGN 


1 . Sensor Design: 

A) Background 

SenBor Design Criteria: The sensor design criteria are 6uch that the 
sensor plates can be used to induce a usable signal from the variation in 
the charge distribution within the flowing liquid. Repeatability of 
induced signals from an upstream to a downstream sensor plate should be as 
great as possible for cross correlation purposes and, therefore, an 
idealized sensor design would disturb the flow as little as possible so 
that the flow regime remains constant. The sensor should therefore be non- 
intrusive. 

Principle of Operation of Sensor: An electric field exists for all charged 
bodies. The variation of an E field will result in electron flow within an 
uncharged body placed within this field. The fluctuating E field, due to 
the flowing charge distributions, will induce an oscillating current in a 
metallic sensor. This oscillating current can be amplified and can be used 
as a flow signal. 
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B) Sensors Tested During Contract 


a) Non-Contacting Circumferential Sensor: Referring to the principle of 
operation of an E field inducing sensor, the sensor (Drawing A, Appendix A) 
should be separated from the flow stream by an electrically insulating 
material. This i6 so that the sensor does not monitor direct electrical 
activity (such signals would be unrepeatable from one sensor to another). 
It was decided to make the sensor section using an electrically insulating 
pipe with the sensor plates mounted on the outside surface of the pipe. 
Material chosen for the pipework was a CTFE (Kel-F(^ ), which is rated for 
cryogenic use. 

The sensor plate material is a copper backed polyamide strip which was 
glued to the external surface of the CTFE. A soldered connection was used 
to electrically connect the sensor plates to the low noise cable which 
conducts the induced signal to the front-end amplifier. 

Sensor spacing was initially chosen to be approx. 1cm (1 pipe diameter) and 
the 6ensor plate width is 3 mm. Investigation showed that the sensor width 
made little difference to the strength of the signal and better resolution 
was possible with a thinner sensor. 

The sensors must be electrically shielded with a Faraday shield to reduce 
signal pickup from background noise (predominantly 60 Hz). This shield 
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must be grounded and should be separated from the flow stream by at least 1 
cm, to reduce the effective sensor capacitance to ground, which would 
reduce the gain of the amplifiers. After trying different shielding 
configurations, aluminum mesh was chosen. 

b) Turbulent Sensor : 

A 1mm pin was mounted in the flowstream 5-10mm upstream of the sensor 
plates to cause increased turbulence and eddies within the flow streams. 
The configuration of the sensor plates remained the same as before (Drawing 
B, Appendix A). 

c) Venturi Sensor : 

The same original concept was used in this design relating to the 
electrical configuration. The difference was in the physical construction 
of the Kel-F pipework. The Kel-F was manufactured as a converging - 
diverging nozzle (Drawing C, Appendix A). But the throat area was kept 
constant for a 10 cm length so that the sensor plates could again be 
mounted on the exterior of the pipe section. 

d) Non-Intrusive Sensor z. with icing protection: 

This was the sensor configuration that proved to be the optimum design and 
which produced excellent results near the end of the project (Drawing D, 
Appendix A) . 
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A problem with icing taking place over the sensor plate surfaces had been 
noticed during all nitrogen testing. This wa6 thought to lead to sensor 
shorting, and also capacitive coupling across the front end amplifier, 
resulting in signal attenuation. Therefore, we provided a sealed enclosure 
around the sensor section into which silica gel was poured to absorb the 
atmospheric water vapor. This proved to eliminate all icing problems. 

2) Cross Correlator Design: 

A. Modification to Auburn Cross Correlator 

The original Auburn Model 3000 cross correlator had to be modified for use 
with liquid nitrogen. The main reason for this was that the frequency of 
the signal generated by liquid nitrogen is typically 5-10 times greater 
than that with a flowing dry solid. Therefore, the digitizing and 
processing rate had to be increased. 

There are two main functions of the cross correlator: 1) analogue to 
digital conversion and; 2) multiplication/accumulation. The rate at which 
data needs to be digitized is governed by resolution criteria (see section 
IV, 2, A) and also Nyquist criteria governed by the frequency of the signals. 



It was decided that a maximum data accumulation rate of 1 point per 8p s 
was acceptable. Since the digitizing rate is controlled by a programmable 
clock, this 125khz rate can be reduced if necessary. 

Wot knowing what the likely magnitude range of the nitrogen flow signals 
would be, a 12 bit A/D converter was used to assure that adequate digital 
processing range was available. In retrospect, it would have been possible 
to use an 8 bit A/D converter. The calculation function of the correlation 
requires many multiplications, to determine the R X y maximum (see section 4) 
typically about 100,000. Therefore, it is of utmost importance to minimize 
the time for each multiplication. The calculation period of a cross 
correlation mu6t be carefully controlled so that the processing time of the 
cross correlator can be reduced. Therefore, taking into account these 
timing considerations, we decided to design the multiplier as a separate 
piece of hardware. Using this design, a multiplier/accumulate time of 
400ns was accomplished. 

B. Hardware Design of Correlator (See Diagram B) 

The cross correlator has been designed around the advanced CMOS Hitachi 
64180 enhanced Z80 microprocessor, because the processor can address 512 k 
bytes memory locations and also has added commands for programming over the 
Z80 microprocessor. The original Auburn correlator was Z80 based and. 
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FUNCTIONAL DIAQRAM OF CROSS CORRE 



Diagram B: Functional Diagram of Cross Correlator 














The SB180 


therefore, it was po66ible to reuse much of the software, 
developmental board manufactured by Micromint was chosen as a means for 
easily incorporating the microprocessor into the system. The fundamental 
layout of the cross correlator board was a 2-channel A-D converter with the 
sampling rate controlled by a clock. The digitized 12 bit signal is stored 
in remote RAM with the address being controlled by a series of other clocks 
and latches. The multiplier accumulator (TRW 2110) is fed data from the 
RAM memory whose address is programmable from the microprocessor. One 
multiplication/accumulation loop which might involve 1,000 or so 
multiplications is controlled by the hardware, the counters adjusting the 
RAM addresses and clocks controlling the process. The multiply/accumulation 
output i6 then returned to the microprocessor for analysis. 

C. Other Design Features of the Cross Correlator 

Since the cross correlator is principally a hardware based system, the 
microprocessor, as well as acting as a controller, is also used for data 
analysis and interpretation. It is possible to program the correlator to 
"home-in" on the cross correlation maximum using the following variables 
which are controlled by the microprocessor. 
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a) Data Sampling Rate: The A/D converter can be programmed to sample 

data with a period as shoft as 8^s. The sampling rate is programmable 
through the A/D controlling clock (1024 data points per channel are stored 
in the correlator RAM). 

b) Ho. of Multiplications per multiplv/accumulate cycle: z. MPLTH/ ^ 

The no. of points to be used in one multiply/accumulate cycle is 
programmable through the "Multiply Controlling Clock". The accuracy of the 
instrument increases with no. of multiplications performed per 
accumulation. However, so does the processing time of the instrument. 
There is, therefore, some compromise to be made between processing time and 
accuracy. 

c) SKIP: The number of data points skipped between each point used for 

multiplication. This allows only certain data points to be used for 
multiplication rather than necessarily every one. If the frequency of the 
stored wave form is small enough, Nyqui6t criteria may determine that the 
flow signal wave can be defined well enough with fewer points. 

d) OFFSET: The number of data points that the downstream waveform is 

time displaced relative to the upstream waveform. This variable is 
increased as each cross/correlation point is calculated. 
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e) ACCUM: The number of cross correlation points to be calculated. 


f) LOCATION: The value of OFFSET which produces the cross 

correlation maximum value. 


With the ability to change these variables, the Auburn cross correlator i6 
able to "home-in” on the cross correlation maximum, (i.e. perform an 
approximate correlation in flow data points, and then perform an accurate 
cross correlation in the determined time range of interest). 

D. Software Design : (See Diagram C) 

The Z80 software used on the modified cros6 correlator is fundamentally 
the same as used on the original Auburn cross correlator. A flow diagram 
of the logic of the software is Bhovn in diagram C. 
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FLOW DIAGRAM FOR CROSS CORRELATOR SOFTWARE 


[ 


DIAGRAM C 
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3. Front End Design: (See Diagram D) 


A low noi6e high gain amplification circuit is used to amplify the 6en6or 
signal to a flow signal acceptable in magnitude (Maximum 10V) for the cross 
correlator. The current to voltage gain is 10 12 . This is attained using the 
circuit drawn in Diagram D. The band width of the amplifier was tested and 
found to be in the range of 300 khz. An amplifier circuit is required for 
each of the sensors. Since the amplification characteristics of each front 
end are the eane, each wave form i6 subjected to the same gain. The 
circuits were built in a symmetric fashion along side each other and then 
enclosed in a single aluminum enclosure. 
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Auburn Model 1090 : Liquid/Vapor Fraction Monitor - See Appendix C 






VII) SUMMARY OF WORK PERFORMED 


l.A. Test Procedure 

The following test procedure was performed during the investigation of the 
different sensor configurations: 

A) Insert and connect sensor in nitrogen loop. 

B) Connect output of front end amplifiers to storage oscilloscope. 

C) Make ground connections to Faraday shield and all loop pipework. 

D) Switch on power to front end amplifiers and make sure noise 

levels measured on oscilloscope are approximately zero. 

E) Open valves in nitrogen loop and allow nitrogen to flow - make 
sure loop i6 properly vented. 

F) Wait approx. 3-4 min. for steady state liquid flow to take 

place (monitor output of Auburn 1090 which directly measures 
phase content of liquid nitrogen). This allows the loop to come 
to thermal equilibrium. 

G) Store the flow signals from upstream and downstream sensor in 
oscilloscope memory, 

H) Note all relevant flow parameters being investigated. 

I) Transfer stored oscilloscope signals to IBM compatible 
PC via RS232 for data storage purposes as required. 
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1. B. Additional test procedure performed when using cross correlator t_o 


determine liquid nitrogen f low rate. 

During set-up: 

A) Connect front end output to croBS correlator in addition to 
oscilloscope. 

B) Connect oscilloscope external trigger to cross correlator. 

C) Connect up cross correlator to terminal. 

D) Initiate cross correlator. 

After the 3-4 minute time6pan for steady state nitrogen flow conditions to 
become settled: 

A) Start cro&s correlator. 

B) Store the oscilloscope data (triggered by the cross correlator). 

C) Transfer to disc for storage, data in cross correlator RAM. Thi6 
includes digitized flow signals and cross correlator results. 

D) Transfer oscilloscope memory to PC disc drive. 

2. Nitrogen Testing: 

A) Testing Non-Contact ing Circumferent ial Sensor Section 

Flow signals produced at the sensor were amplified by the front end 
amplifier and monitored with a storage oscilloscope. Initial results were 
extremely positive (i.e. the signals were repeatable and a definite time 
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lag between them was apparent). During this test, the liquid phase content 
as measured by the Auburn 1090 was 60 to 80Z, indicating the need to 
increase the phase content to near 100Z. 

B) Loop Modification 


To additionally pressurize and supercool the liquid nitrogen, the test loop 
was modified to permit pressurization of the liquid nitrogen Dewar as much 
as possible using a remote nitrogen gas source. (Due to stratification 
effects, it is possible to sustain a temperature differential in the Dewar 
and, therefore, produce supercooled liquid.) This, combined with increased 
pressure differential, enabled the loop to be run at 100Z liquid flow. 

C) Re-test of Non-Contacting SenBor ♦ 

Several tests were performed to evaluate the effects of the sensor 
performance tested as before, but with liquid phase content near 100Z 
liquid. The signal strength decreased dramatically to the magnitude 
comparable with the noise levels of the front end amplifiers. At this 
stage the '*Turbine Meter” supplied by NASA became inoperative, probably due 
to an interference problem between turbine blade and casing. 


D) Investigations to Increase Signal Strength 
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Investigation took place to increase gain/noise ratio of the front end 
amplifier, but it was determined that the design of the front end was 
nearly as optimized as possible for frequency response requirements. 
Additional tests were performed involving cooling the front end amplifier 
with cryogen, but it was concluded that this alone would not result in 
enough of an increase in gain/noise ratio to make flow signals usable. 

A program was initiated to try and induce increased charge distribution 
within the flowing nitrogen. We investigated the use of E field and 
magnetic field induced charge distributions. Little success was realized 
and we forthwith abandoned this line of investigation. 

E) Testing Turbulent Sensor : 

Increased turbulence in the flow stream was completed by placing 1mm 
intrusive pins into the flow upstream of the sensors. Sensor signal 
increased substantially, but signal strength decayed rapidly further down 
stream indicating we were monitoring evaporation effects which tend to be 
unrepeatable and unsuitable for cross correlation. 

F) Heed for High Velocity Testing 

Evaluation of the 3-4m/s flow velocity in Auburn's loop reveals that the 
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Reynolds number may be too small for substantial streaming currents, and 
therefore, a Venturi was introduced in which flow velocity increases 
within the converging section. Some improvement was noted a6 signal 
strength increased and the flow signals showed signs of repeatability. 
However, evaporation within the venturi results in the superposition of 
signals which makes the use of streaming current signals difficult. 

It was decided to continue the investigation at an off site location with 
higher flow rate to determine if increased velocity would indeed produce 
suitable correlation signals. 

Auburn's nitrogen supplier (Northeast Cryogens) permitted tests to be 
performed at their installation. A sensor test (sensor A) section was 
inserted into the nitrogen pipe work and an analysis of the resultant flow 
signal was performed. Usable flow signals were indeed obtained, but after 
a period of time, when substantial icing of the sensor plates occurred, 
attenuation of the flow signals was observed (this phenomenon was also 
previously noticed with some Venturi sensor tests, and was independently 
confirmed by testing the circuit in a dry solids test loop). 

G) Successful - Non-Contacting Sensor Testing - on Nitrogen 

A re-test was accomplished at Auburn's nitrogen suppliers site using non 
contacting, non intrusive sensor configuration and a "silica gel" enclosure 
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around the 6eneor to reduce the icing effect. The magnitude of flow signals 
with 100% liquid proved to be excellent for cross correlation and flow 
signals showed good repeatability with time shift between them. Cross 
correlation was performed on the flow signals indicating excellent 
correlation with the nitrogen suppliers estimation of the nitrogen flow 
rate. 

3. Cross Correlator z Modification: 


Initial work involved modifying the Auburn cross correlator (see section 
VI. 2. A.) for test suitability with liquid nitrogen. A major portion of 
time was consumed debugging the software designed for the hardware of the 
modified cross correlator. A few delays were encountered at the initial 
stage of the project while reworking the PC board for these purposes. 

The correlator is an extremely hardware based piece of equipment and, 
therefore, the debugging process involved writing many software programs to 
prove the different functionalities of the board (testing, A/D conversion, 
storing of data, testing RAMS, testing the ability to shift RAM address and 
increment these, test multiply/accumulation and the ability of the 
instrument to meet the high speed characteristics required). 
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Once the correlator had been debugged its' functionality was checked using 
waveforms from a signal generator and from a dry solids flow loop (thi6 was 
an application where Auburn already had much working experience and 
subsequently required comparatively little time to accomplish). 

VIII) RESULTS 


1. Analysis of Results of Sensor Testing: 

A) Won-Contacting Circumferential Sensor: 

Testing of this sensor design (Drawing A) with 602 liquid flow at a 
velocity of 4m/s yielded flow signals with distinct repeatability and time 
lag between them (see Plot A). These signals are of excellent profile for 
cross correlation. An approximate calculation of the expected time shift 
of the waveforms from knowledge of the flow rate - compared very favorably 
with the time difference between the two flow signals. 

On increasing the percent liquid content to near 1002, the magnitude of the 
flow signal decreased to a level at which it was not possible to observe 
them above the background noise. This test showed that the substantial 
charge distribution which had yielded the flow signal had been partially 
the result of a gas/liquid interface within the flow stream. A separate 
test using nitrogen gas (no liquid present) showed no sign of flow signal 
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generation. It is thought that this electrical activity within the 
liquid/gas is due to severe disruption of the polarized surface which is 
taking place as the liquid evaporates. However, the flow signals obtained 
provided a good example of the efficacy of the cross correlation technique. 

B) Turbulence Inducing Sensor: 

This sensor design (Drawing B, Appendix A) was used to investigate the 
effect of increasing flow stream turbulence upon the magnitude of the 
signal strength. The pin inserted in the flow stream was used to create 
turbulent eddies. Typical flow signals are found in Plot B, Appendix A. 
The effect of creating such turbulence is two fold: 

1) The magnitude of signal at the upstream sensor (x) is increased 
to an acceptable level (i.e. it can be differentiated above the 
background noise). 

2) The magnitude of the signal at the downstream sensor (y) is much 
le68 than the upstream signal - minimal repeatability wa6 
observed. 

Therefore, it would seem that in this particular test most of the signals 
being generated are related to the evaporation which takes place due to the 
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pressure drop behind the pin rather than an increase in the streaming 
current effects. The charging activity is so short lived between the two 
sensors that evaporation would seem to be the major cause of charge 
generation in this instance* 

In any case - the use of the "turbulence sensor" would not be applicable 
for cross correlation, due to the unsuitability and unrepeatability of the 
wave forms. This sensor design is also undesirable since it is intrusive. 

C) Venturi Sensor : 

This sensor design (Drawing C, Appendix A) was investigated to increase the 
flow velocity past the sensor and therefore increase the magnitude of the 
streaming currents within the flow stream. A typical flow signal is shown 
in Plot C, Appendix A. 

Visual analysis of this signal showed there to be present two fundamental 
frequencies. The lkhz signal showed good signs of cross correlatability 
(i.e. there was good repeatability and apparent time shift). When using 
this sensor configuration we were concerned that evaporation taking place 
in the Venturi due to the pressure drop might be the source of some 
electrical activity. It was, therefore, uncertain whether the lOkhz signal 
is related to evaporation effects or streaming currents. 

The problem with the venturi sensor is that the Reynolds number which 
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governs the amount of charging within the liquid is not substantially 
increased. Also the distance over which charging of the liquid takes place 
at the higher velocity is extremely small (5cm). At this 6tage, due to 
uncertainty, it was decided to try and perform a test at a location with an 
increased flow rate at full bore and to abandon the Venturi testing. 

D) Non-Intrusive sensor with icing protection 

This non-contacting sensor (Drawing D, Appendix A) was especially designed 
to eliminate icing effects. This phenomenon was noticed and resolved when 
calibrating the cross correlator on a dry solids loop to measure the 
particle velocity. 

Using this sensor resulted in particularly successful test results at a 
remote site with the nitrogen velocity of 5m/6 in a 1 inch line (see Plot 
D, Appendix A). The two flow signals showed good repeatability with 
distinct time shift and the cross correlator calculated the flow velocity 
in a series of 10 tests. 

Cross-correlations were performed during these 10 tests and flow signal 
data, results and flow signals were stored on hard disc memory for later 
analysis. A typical cross correlation has been plotted in Graph A, and the 
readings taken in these tests in Table A and Table B (to interpret results 
in Tables A and B see following section). 



In reference to the results shown in Table A, the calculated time shift 
from the cross correlator varied fTom test to test indicating a pulsating 
flow. This was confirmed by visual and audio observation. For a particular 
test, the time shift determined by the cross correlator correspond to the 
time shift determined by visual analysis of the flow signals (Plot D, 
Appendix A). 

2. Interpreting The Cross Correlator Results 

To interpret the cro66 correlator results, as shown in Table B, Appendix A, 
the following facts about the system should be noted. 

A) Cross Correlation Function: 

The calculated cross correlation function is transferred to the Hitachi RAM 
and stored in memory location 5000 Hex and upwards. Each Rxy point is a 4 
byte (4x2 digit) hexadecimal number and therefore, every 4 memory 
locations is a sequential point of the function. The timeshift between 
each point is governed by the data accumulation rate (set at 32.55As per 
point for this testing - clock frequency/200). 

Two's compliment arithmetic is used and since the high byte of the 
accumulation is only 3 bits long, a negative number begins with a high two 

bytes of 07FF. 

One of the cross correlation functions has been plotted out. (Graph A) 
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B) Cross Correlation Maximum: 


The maximum value of the calcualted cross correlation function is stored in 
memory address 1000, 1001 and 1002 (MSB, 2nd byte, LSB, respectively). 
LOCATION (VI. 2. C) of the cross correlation value is stored in the memory 
address 1003 and 1004 (LSB and MSB, respectively). The LOCATION is a 
function of the time displacement between the two signals. 

And the time shift between the waveforms may be calculated from: 

T * LOCATION x Period of stored data 
For all this testing: Period of stored data * 32.55/ls 

T * OFFSET x 32.55/ls. 

C) Cross Correlation Parameters : 

The values of the pre-programmable variables of the cross correlator are 
displayed in the following memory locations: 

ACCUM - the number of correlation points calculated (100A, I00B) 
MOLTH/4 - the number of multiply points used to 

produce each correlation point (1007, 1008) 

SKIP - the number of data points skipped between 
each multiply point (1009) 

These parameters are explained in VI.2.C. 
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IX. RECOMMEHDATIOH S 


1 . Sensor Design: 

The non-contacting, non-intius ive sensor configuration has proved 
successful during the final test series of this project. We would 
recommend further development of this configuration for suitability in 
actual test conditions. 

Further modifications are recommended for two reasons: 

A) The present sensor design is rated to 200 psi and SSHE test bed 
evaluation will require an increase in this pressure rating. Several 
design possibilities are available for this purpose, and: 

B) The method U6ed to reduce ice formation over the sensor surface (silica 
gel) is not to be recommended for long term use, due to the experimental 
nature of the technique* 

Work has been performed to investigate the design changes that would be 
required. A suitable design might involve using a composite of a kevlar 
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matrix and CTFE filler as the sensor section* The necessary sensor plates 
could be incorporated or imbedded into the sensor section during the 
manufacture which involves building up a series of layers* Such a design 
would eliminate the problem of icing since the 6ensor plates would be 
captured within the sensor section* 

2. Sensor Testing : 

Now that a satisfactory sensor concept exists; and the feasibility of this 
cross correlator technique has been proven, further testing should take 
place to optimize this technique for SSME suitability. 

A) Sensor Magnitude * A new test program should incorporate a study to 
investigate the exact relationship of the magnitude of the flow signal to: 
flow velocity; length of pipe; and pipe material. 

B) Correlation Parameters: It would be interesting to further investigate 
how the cross correlator parameters (i.e. data sampling rate, number of 
data points, sampling rate) effect the resolution of the cross correlator* 
Though published data does exist on this subject, further investigation is 
warranted* 


3 5 


c) Calibration: Further comparison of the cross correlator against 
alternative flow meters should be made. The subject of the ability to 
measure true average velocity not significantly being effected by flow 
profile variation, should be similarly evaluated. However, the evidence 
suggests that this condition will not occur due to the fact that this 
technique measures turbulence effects generated throughout the flow stream. 
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X) CONCLUSION 


It has been proven feasable during this test program to employ a cross 
correlation technique based upon triboelectric technology to determine the 
flow rate of liquid nitrogen. It is expected that this technology could 
also be used for other liquid cryogens as well as many other insulating 
liquids. In fact, recently, this technology was also proven feasible as a 
flow measurement method for JP4, jet fuel. There are still unanswered 
questions relating to the exact magnitude of the flow signals and its 
relationship with the flow conditions. Further testing should take place to 
investigate such effects. 

Having proved that the cross correlator technique is both feasible and 
possible using liquid nitrogen, and that the technique indicates realistic 
flow rate6 as calibrated with an independent flow meter using JP4 - we feel 
justified to state that the technique can be used to measure flow rate of 
liquid nitrogen and probably all other liquid cryogens and insulating 
fluids with high repeatability and accuracy. With the knowledge derived 
from this project, a suitable non-intrusive sensor could be built for a 
test on a site more realistically simulating SSME flow conditions. 
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APPENDIX A 


Drawings . Plots . Graphs Sr Tables 


1) Drawings 

A - Non contacting, circumferential sensor 
B - Turbulence Sensor 
C - Venturi Sensor 

D - Non intrusive, ice protected sensor 

2) Plots 

A - Flow signals from 60% liquid nitrogen using non contacting 
circumferential sensor. 

B - Flow signals with liquid nitrogen using turbulence sensor. 

C - Flow signals from liquid nitrogen using Venturi sensor. 

D - Flow signals from liquid nitrogen using non intrusive; ice 
protected sensor. 

3) Graphs 

A - Cross correlation curve (Rxy) for a liquid Nitrogen test. 

4) Tables 

A - Cross correlation results 

B- Print out of cross correlation memory contents , show ing a 


typical result. 
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PLOT A: Flow signals from 60% Liquid Nitrogen using 

non contacting circumferential sensor. 
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Plot B: Flow signals with liquid nitrogen using Turbulence Sensor 
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Graph A: Cross correlation curve (R X J plotted for liquid nitrogen test. 
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JP4 Testing 
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1 . Background 

2. Test Procedure 
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meter reading for JP4 flow. 

Cros6 Correlation curve plotted for a JP4 
Test 

Test Results 


APPENDIX B 


JP4 TESTING 

1 . Background : 

NASA had expressed particular interest in whether tr iboelectr ic 
technology combined with a cross correlator could be made applicable for 
the measurement of JP4 jet fuel* Therefore, Auburn decided to perform a 
feasibility study on JP4 and proved that 6uch technology could be used for 
monitoring its* flow rate. There was also concern that little independent 
comparison of the correlator results had been performed with liquid 
nitrogen due to the late development of successful results. Since we lost 
the use of the NASA supplied "Turbine Meter", it was decided that the 
additive of a JP4 test program would serve to: 1) evaluate the technology 
for another liquid, and 2) to permit comparison of the computed cross 
correlation with an independent flow metering device (a ball meter)* 

2. JP4 Test Procedure: A test loop was built (Drawing 1) to directly 
compare the output of the cross correlator against a ball meter. Using this 
loop it was possible to vary the JP4 flow velocity from 0-5m6~* through the 
test section. 


The sensor section was exactly the 6ame non-contacting, non-intrusive 



sensor section as used in the successful liquid nitrogen test series. The 
test procedure was executed exactly as performed in the nitrogen testing 
series. Ten test points were taken with velocities varying over the 0-3m/s 
range and the cross correlator OFFSET (function of velocity) and ball meter 
reading were recorded. (Table 1) 

3. Test Results : The velocity of the flow stream was calculated from the 

time shift between waveforms derived by the correlator and the separation 
of the 6en6or plates (Plot 1). 

The cross correlator velocity was plotted against the ball meter reading 
(Graph 1). No attempt vas made to calibrate the ball meter for JP4, 
since this experimentation was performed solely to prove the linearity of 
cross correlator output with flow velocity. 


Gradient of best line fit: 0.571 
Gradient of error line: 0.521 
Percent error in line fit: * 8.7X 
(Reference Graph 1) 

4. Conclusion : The ball meter is rated for 10% accuracy and, therefore, 

this test proved that with the limitations of the experiment, the cross 
correlator can be used to measure liquid flow rate and that its' output is 


proportional to increase in velocity. 
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Plot 1: Flow Signals from JP4 
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Graph 1: Velocity from Cross Correlator against Ball Meter Reading for JP4 flow. 
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Graph 2: Cross Correlator curve (R xy ) plotted for a JP4 Test. 
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APPENDIX C 


Auburn 1090 


Product Description: 

The Auburn Model 1090 i6 an instrument designed to measure the gas/liquid 
phase content a6 insulating liquid by means of an electrically rotating, 
six part, capacitance field. Electrical field rotation (EFR) eliminates 
errors caused by flow regimine non-homgenety, commonly associated with two- 
plate capacitance devices. This "EFR" technology was invented by Auburn 
International, Inc. and i6 patented in the O.S. and other major countries. 


Attachment : 


1. Data Sheet 


GRiC ; - 

OF POCK . 
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INTERNATIONAL 


Two-Phase Flow Monitor 


Model 1090* 



The Auburn Model 1090 is a process control Instrument designed to measure the solid, liquid, or gas content 
of a two-phase flow. The unique, patented rotating-field method employed in this instrument assures accurate 
measurement. This measurement can be made for any solid/liquid, solid/gas, liquid/gas, or liquid/iiquid flow 
where both media are non-conductive. 


• Polymer pellets/Air 

• Polymer/Hexane 

• Coal/Air 

• Coal/Oil 

• Coal Gasification 


APPLICATIONS 

• MHD Boiler Feed Control 
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• Catalyst/Air 

• Solid/Gas 

• Liquid/Gas 

• Solid/ Liquid 


FEATURES 

• Patented Field-Rotation Technique assures accurate measurement in horizontal and vertical pipes 

• Real-Time Measurement provides continuous on-line measurement 

• N on-intrusive Sensor No pressure drop or flow disturbance 

• Mass Flow Measurement Capability by Incorporating a velocity measurement, mass flow measurement 

can be obtained 


* Patentee 


Auburn International, Inc., One Southslde Road, Danvers, Massachusetts 01923 (617) 777-2460 TWX: 710-347-1770 


TPF-412 




INTERNATIONAL 


General Description 

The Auburn Model 1090 employs an in-line sensor to measure the relative volume fractions of a 
two-component flowing mixture. The device can be used for solid/gas, solid/liquid, liquid/gas, or liquid/hquid 
applications where, the flowing media are non-conductive. The sensor is norvintrusive and causes no flow 
disturbance or pressure drop. The instrument provides continuous real-time measurement with a response 
time of approximately 5 ms. 

Electrical Field-Rotation Principle 

The Model 1090 employs a patented electrical field-rotation technique for uniform, accurate measurement 
within the sensor cross-section. The instrument measures the average dielectric constant of a flowing mixture, 
which is related to the relative amounts of the two flow components within the sensor volume. This technique 
renders the measurement independent of pipeline attitude and mixture distribution within the pipeline. The 
sensor utilizes six electrodes placed around the inner circumference of the sensor. 


PLATE 


SHIELD 






FIELD LINES 





FIELD ROTATION 


As shown above, an electric field is induced across the sensor by transmitting a; signal from one plate 
and receiving on the opposite three plates. A capacitance measurement is tfwety ichievedjhe field is 
rotated at a rate of 206 rps by sequentially shifting the electrical connections to the plates. No 
mechanical rotation occurs. This technique assures uniform measurement In the entire sensor volume. 


Options: 


• Mass Flow Measurement utilizing a velocity measurement, the mass flow can be determined 

• Signal Averaging averages fluctuations in the measurement over time 

• Hazardous Environment Protection explosion-proof enclosures available 


Specifications: 

Power 

Electrode Excitation 
Field Rotation Rate 
Signal output 
Sensor. Pressure max. 
Sensor Temperature max. 
Enclosures 


120V, 60 Hz . 

srr"“ « ™ 

0-10 VDC (4-20mA optional) 

1500 pslg 
350 *C 

Rack Mountable, or NEMA 4 
( ha zardous environment enclosures optional) 
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